malignant breast lesions. However, whether or not, EBUS elastography can be used for the noninvasive discrimination of benign and malignant thoracic lymph nodes as a guide for EBUS-TBNA remains unknown. The purpose of this study is to assess the value of EBUS elastography in diagnosing mediastinal and hilar lymph node metastases in lung cancer.
Methods

Patients
A total of 40 patients suspected of lung cancer by chest X-ray and computed tomography (CT) were assessed by EBUS-TBNA at our hospital between 1 January 2014 and 31 January 2015. Among these patients, 26 were male, and 14 were female; the average age was 65 ± 11 years. All patients were evaluated by chest CT with single contrast injection before EBUS-TBNA. A total of 68 lymph nodes were assessed by EBUS-TBNA. Elastography was performed on all lymph nodes that were candidates for EBUS-TBNA. Written and informed consent was obtained from all subjects. This study was approved by the Ethics Review Committee of the First People's Hospital of Nantong.
Elastography procedure and EBUS-TBNA
Ultrasonic bronchoscopy examination was performed under general anesthesia with etomidate and fentanyl via a laryngeal mask. The convex probe EBUS (CP-EBUS; EB-1970UK, Pentax, Japan) was inserted through an oral connecting tube. Scanning was performed at an ultrasound frequency of 7.5 MHz, and images were generated on a new dedicated ultrasound processor (HI VISION Avius, Hitachi company, Japan). After the appearance of target lymph nodes, the diameter, shape, edge definition, internal echo distribution, and location of the lymph nodes were recorded in conventional B-mode by ultrasound. Ultrasound image characteristics were independently recorded and analyzed by two skilled endoscopists with formal training.
Elastography was performed on all lymph nodes that were candidates for EBUS-TBNA. After recording of the ultrasound image characteristics in B-mode, the procedure was switched to elastography mode. The scan range included the entire lymph node and surrounding normal tissue. Elastographic images were generated based on the compressive action generated by the pulsation of vessels in the thoracic cavity and respiratory movement. The elasticity of tissue within the scanned area was reconstructed by comparing it with the surrounding tissue; observations were translated into a color signal that was overlaid on the B-mode image. The colors associated with hard, intermediate, and soft tissues were blue, green, and yellow/red, respectively. Elastographic and B-mode images were simultaneously displayed side-by-side on the monitor. Elastographic patterns were described according to the dominant colors and their distribution within the target lymph node. The following grading standard was used: 1 point when over 80% of the section was green and yellow/red; 2 points when over 50% but <80% of the section was green and yellow/red; 3 points when over 50% but <80% of the section was blue; and 4 points when over 80% of the section was blue [ Figure 1 ]. [5] The strain ratio was only measured when good contact and appropriate compression of the transducer were achieved, as indicated by the elastography image on the ultrasound processor. The largest possible area of the node was outlined from the superimposed elastography image; the same procedure was performed on a similar-sized area that was surrounded by apparently normal tissue. The ultrasound processor measured the strain of each area as a quantitative figure, and the strain ratio between the two areas was calculated. The strain ratio was recorded a minimum of 3 times prior to EBUS-TBNA. The means of these recordings were also calculated.
After elastography, EBUS-TBNA was performed with a Cook 22 gauge needle (c976006, Cook Ireland Limited Liability Company, Ireland). Three passes were obtained, and histological and cytological specimens were collected and sent to the laboratory for subsequent analysis by pathologists who were blinded to the elastography values. A definitive diagnosis of malignancy from the EBUS-TBNA specimens was considered a positive result. No clear evidence of malignancy or inadequate specimen by EBUS-TBNA was deemed a negative result. Thoracoscopy or thoracotomy was performed for confirmation of each negative case. 
Statistical analysis
All the data were showed as a mean ± standard deviation (SD). Comparison of the demographic variables between histologically or cytologically proven benign and malignant nodes was conducted via contingency table (Chi-square) analysis or the Mann-Whitney test, as appropriate receiver operating characteristic (ROC) was analyzed to compare the relative sensitivity and specificity of EBUS elastography and conventional EBUS criteria with EBUS-TBNA in terms of malignant lymph node detection. Sensitivity, specificity, positive predictive value (PPV), negative predictive value (NPV), and diagnostic accuracy rate were calculated from the standard definitions used for malignancy diagnosis. Statistical analyses were performed by using SPSS software (Version 17.0, SPSS Inc., Chicago, IL, USA). Differences were considered statistically significant when P < 0.05.
Results
Characteristics of study patients
A total of 40 patients (26 males, 14 females; mean age 65 ± 11 years) underwent elastography, and EBUS-TBNA was performed on 68 hilar and mediastinal lymph nodes. Histological and cytological results confirmed 42 malignant lymph nodes; among these specimens, 12 lymph nodes were squamous cell carcinoma, 11 lymph nodes were adenocarcinoma, 9 lymph nodes were small-cell lung cancer, and 10 lymph nodes were low-differentiation cancer. Only 26 lymph nodes were benign. Among the observed lymph nodes, 12 were located in group 2R, 15 in groups 4R and 4L, 21 in group 7, 11 in groups 10R and 10L, and 9 in groups 11s, 11i, and 11L. The clinical characteristics of the 40 study patients were summarized in Table 1 .
Comparison of elastography strain ratio and elastography grading score between benign and malignant lymph nodes
Among the 68 lymph nodes included in this work, 42 malignant and 26 benign lymph nodes were confirmed by pathological diagnosis. The strain ratio of malignant lymph nodes was significantly higher than that of their benign counterparts (87.69 ± 49.15 vs. 20.60 ± 17.14, P = 0. 000). The elastography grading score was higher in the malignant lymph node group than in the benign lymph node group (3.35 ± 0.91 vs. 1.84 ± 0.97, P = 0.000), and the strain ratio for malignant and benign lymph nodes was confirmed to be positively correlated with the elastography grading score (r = 0.561, P = 0.000) [ Figure 2 ].
Diagnostic value of elastography strain ratio
The area under the curve (AUC) based on the elastography strain ratio was 0.933 [ Figure 3 ]. The strain ratio showed an optimal cut-off point of 32.07 to distinguish malignant nodes from benign ones. The sensitivity, specificity, PPV, NPV, and accuracy were 88.1% (37/42), 80.8% (21/26), 88.1% (37/42), and 85.3% (58/68), respectively.
Comparison of elastography strain ratio versus other ultrasound methods for distinguishing benign from malignant lymph nodes
Comparisons revealed that the AUCs of hypoechoic, distinct boundary, uneven echo, short diameter ≥1 cm, elastography grading score, and strain ratio were 0.662, 0.705, 0.561, 0.732, 0.852, and 0.933, respectively. There was statistic difference between stain ratio and elastography grading score (P = 0.011), hypoechoic (P = 0.000), distinct boundary (P = 0.001), uneven echo (P = 0.000), and short diameter ≥1 cm (P = 0.000). Compared with all other ultrasound parameters surveyed, the elastography strain ratio was the best diagnostic parameter for distinguishing benign from malignant nodes. Compared with other nodal assessments, the elastography strain ratio showed more favorable results on account of its sensitivity, specificity, PPV, NPV, and accuracy [ Figure 4 and Table 2 ].
dIscussIon
Accurate TNM staging of lung cancer determines the treatment and prognosis of cancer patients. [6] Noninvasive and invasive examinations are used to evaluate the mediastinal lymph nodes of patients with lung cancer. Noninvasive examinations mainly include chest computer tomography (CT) and positron emission tomography/CT (PET/CT), whereas invasive methods can be classified into mediastinoscopy and EBUS-TBNA examinations. All of these examinations demonstrate different accuracies in mediastinal staging. Previous studies have shown that the sensitivity and specificity of CT for diagnosing mediastinal lymph node metastasis are 51-61% and 85%, respectively. [7] However, the high false positive rate of PET/CT during lymph node metastasis diagnosis renders this method controversial.
EBUS-TBNA is a relatively new technique that has rapidly developed in recent years. Needle aspiration guided by ultrasound has greatly increased the positive rate of mediastinal lymph node biopsy. EBUS-TBNA plays a crucial role in mediastinal staging. [8] NCCN guidelines recommend the use of mediastinoscopy and EBUS-TBNA for mediastinal staging and pathological examination as both methods reveal no significant statistical differences in terms of diagnostic sensitivity and accuracy of judging mediastinal lymph node metastasis. [9] Given the obvious advantages of EBUS-TBNA in terms of operation safety, the gold standard status of mediastinoscopy has been questioned. EBUS-TBNA is widely used in the diagnosis and preoperative staging of lung cancers. Lymph nodes are punctured according to the N3, N2, and N1 sequence, as well as the selection of obvious enlargements in the chest CT and lymph nodes that are easy to puncture (e.g., groups 4R and 7). Changing the needle after puncturing each lymph node is impossible; thus, EBUS-TBNA may cause tumor planting and the emergence of false positives. Consequently, ultrasonic images are used to predict lymph node metastasis. Fujiwara et al. [10] suggested that round, heterogeneous echoes, edge clarity, and coagulation necrosis are independent predictors for assessing malignant lymph nodes in lung cancer patients. However, the accuracy of conventional ultrasound image characteristics in the diagnosis of malignant lymph nodes is not particularly high, and the subjective judgment of the technician is often required. [11] Our present study showed that conventional ultrasound images produce low or uneven echoes, clear boundaries, and short diameters >1 cm; these characteristics present statistical significance in the identification of benign and malignant lymph nodes. Our results are consistent with published data from Fujiwara's group. [10] In fact, the accuracy of a single ultrasound image in the diagnosis of malignant lymph nodes is not especially high (60.3-79.4%).
Elastography is a technology that can reflect the hardness of the tissue. Using this technique, structural deformations caused by compression or vibration are mapped to produce color images representing the relative elasticity or stiffness of tissue. [12] Tissues with a low elastic coefficient are displayed in red, whereas higher values are displayed in blue. In principle, pathophysiological processes, such as malignancy, make tissues stiffer or less deformable. Malignant tumors are usually hard, and this characteristic allows identification of malignant lesions by elastosonography. Ultrasound elastosonography has been widely used in breast and prostate cancer, especially for diagnosing malignant breast lesions. [13, 14] Endoscopic ultrasound elastosonography was originally used for the differential diagnosis of pancreatic lesions. Some researchers have used endoscopic elastosonography to differentiate benign tissues from malignancies in pancreatic masses and lymph nodes. When diagnosing benign and malignant pancreatic masses, a sensitivity and specificity of 92.3% and 80% were respectively obtained, and, when diagnosing benign and malignant lymph nodes, a sensitivity and specificity of 91.8% and 92.3% were respectively obtained. In conventional ultrasound, the diagnostic sensitivity and specificity for determining pancreatic masses are 92.3% and 68.9%, respectively, while the corresponding values for lymph nodes are 78.6% and 50%, respectively. [15] The data demonstrate that endoscopic ultrasound elastography presents more advantages than conventional ultrasound in the diagnosis of malignant pancreatic masses and lymph nodes. However, few studies have focused on the role of endoscopic ultrasound elastography in the diagnosis of benign and malignant hilar and mediastinal lymph nodes. In this study, the technology was applied to measure the hilar and mediastinal lymph nodes of lung cancer patients. EBUS elastography with a strain ratio cut-off of ≥32.07 for malignancy was used to obtain a sensitivity and specificity of 88.1% and 80.8%, respectively. Compared with all of the conventional EBUS criteria surveyed, the strain ratio showed the highest ROC AUC. Compared with the strain ratio, the diagnostic value of elastography grading score decreased. An elastic grade of ≥2.5 was selected as the diagnostic standard. Our results showed a diagnostic accuracy of 82.3%, specificity of 76.9%, sensitivity of 85.7%, PPV of 85.7%, and NPV of 76.9%, and the strain ratio of malignant and benign lymph nodes was positively correlated with elastography grading score. Compared with the characteristics of conventional lymph node B imaging, the elastosonography technology presented obvious advantages in the diagnosis of benign and malignant lymph nodes.
Elastography has been shown to effectively distinguish benign from malignant lymph nodes, thereby providing a novel noninvasive method with which to identify both types of lymph nodes. Elastography also directs the order of lymph node puncture based on the strain ratio and image features. For the preoperative staging of lung cancer lymph nodes by EBUS-TBNA, we suggest that lymph nodes with a strain ratio <32.07 be punctured first, followed by lymph nodes with a strain ratio of ≥32.07, to avoid tumor planting and false positives. For cases that present no indications of operation but require a definitive diagnosis, we suggest that lymph nodes with a strain ratio of ≥32.07 be punctured first. This selection procedure can improve the diagnostic positive rate to some extent and reduce unnecessary damage and pain.
Elastography is mainly used to detect the hardness of tissues. However, central necrosis and vascular invasion often occur in a lymph node; thus, the strain ratio within the node may decrease as the "softer" components of the node are assessed, thereby ultimately influencing the application of elastography techniques. For example, out of the 42 pathologically determined malignant cases reviewed in this work, 5 cases had an elastography strain ratio that presented a false negative result. In addition, calcification of the lymph nodes may increase their hardness. This phenomenon may explain why the strain ratio of the lymph nodes significantly increased in two patients with tuberculosis.
The elastography grading score can be affected by subjective factors because it is usually recorded according to the elastogram color distribution characteristics. [16] The use of a strain ratio is an objective measure because it is not limited by interobserver variability. However, technical issues that can challenge ultrasound elastography examinations include breathing exercises and adjacent vascular pulsations that produce certain compressive displacements. [17] Therefore, completely identical elastic recordings or diagnoses for two inspections are impossible to obtain. Possible resolutions include: (1) Selection of image frames with a relatively stable pressure curve and amplitude and (2) repeated and dynamic recording to minimize the errors.
In summary, this study showed that EBUS elastography, especially the stain ratio, is more accurate than traditional EBUS imaging for distinguishing malignancies in the hilar and mediastinal lymph nodes of lung cancers. Under the guidance of elastosonography, the positive diagnosis rate of TBNA can be improved, unnecessary punctures can be reduced, the time of operation can be shortened, and the occurrence of false positives can be avoided.
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